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PR;DUCT NAME MAGNETIC FLOWMETER INTEGRAL TYPE TAG No. =====
A
MODEL AXG150-GAO00CA1AH222B-2JA21/GRL/SCT/L2
F6 No. 254 )L
ORDER No. 2005534139-000010-0004 STYLE S1
[EF33 HE 2 2
SIZE 150 mm SERIAL N S5V203118
RAREAND 2
FLOW TEST SPAN 0 -2.000 m/s
ERBRE H¥~F 3
ACTUAL FLOW TEST ACCURACY +0.3% OF RATE
. X #74 OUTPUT _ )
REME Q(%) [V(mis)] IHETE (maln) T (mam) 8% (% OF RATE) RAERE (C)
SET FLOW VALUE DESIRED ACTUAL ERROR FLUID TEMP
0.0 [0.00 0.00 0.00
4 23.5[0.47 29.95 +0.17
. 50.1(1.00 63.74 -0.02
97.9[1.96 12456 014
A—%27%% METER FACTOR L H 0.9035
1A 8 ITEM F5E RESULT A B ITEM E RESULT
JOEXEBRR |[ASME Class 150 75~ O o1 |GRENRE & GOOD
PROCESS M Fikiie AT T T R, GOOD CURRENT OUTPUT ;
CONNECTION ge Typ o2 | VA RT—SAENEE 5. GOOD
P ASME 1/2NPT 12 C PULSE/STATUS OUTPUT
R, GOOD HARELL
A =====
CABLE ENTRY |ASME 1/2NPT Female Screw V03 |No FUNCTION
(1) ERIEF — 10T % [ e ===
POWER TERM. to GND TERM. SERRRE
QEFEHF— AL NETF g, coop |5 Rk g, GOOD
POWER TERM. to IN/OUT TERM GONMMUNESATION
RRIENRE - - Frmhn & GOOD
INSULATION 100 MQ , 500 V DC DISPLAY
$§§ETANCE (3)iEMIETF — A NEF ;’_@Af% - & GOOD
GND TERM. to IN/OUT TERM. TREE
4 (A NIHF— A HIEF R, GOOD o
". IN/OUT TERM. to INJOUT TERM. AP CARRIE E GOOD
20 MQ, 100 V DC or 125V DC
- (N)EREF — EIEF
%?Es%xﬁruo POWER TERM. to GND TERM.
VOLTAGE (Q)EREF— AL HIEF B, GOOD
POWER TERM. to IN/OUT TERM.
TEST
1400 V AC, 2 sec
NOTES
a4t ERBRE RE
DATE 2019-01-29 AMBIENT TEMP. &HUM. 22 °C & 63 %
BREE KDE
INSPECTOR ZHU HONGLIANG APPROVED BY HUANG JIBIN Hﬂ”ﬁ
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